Development and clinical application of an external fixator monitoring system.
A monitoring system for measuring movement occurring in a dynamic external fixator used to treat fractures is described. The system measures shortening during fracture healing, micromovement at the fracture site on weight bearing and detects pin loosening. The method of calibration including cadaver experiments is presented. The clinical application is described and the reasons for measuring movement are discussed.